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SUMMARY 


This  program  developed  an  experimental  technique  of  image  derotated  holographic 
interferometry  to  investigate  the  resonant  response  of  a  gas  turbine  engine  bladed-disk  under 
controlled  laboratory  conditions  of  rotation  and  vibratory  excitation.  Image  derotated  holo¬ 
grams  were  taken  of  several  modes  of  vibration  of  a  rotating  bladed-disk  at  rotational  speeds 
of  7500  rpm  in  a  laboratory  spin  test  facility. 
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SECTION  I 


INTRODUCTION 


The  objective  of  this  program  was  to  develop  an  experimental  technique  of  image 
derotated  holographic  interferometry  in  order  to  study  the  resonant  behavior  of  gas  turbine 
engine  bladed-disks  under  controlled  conditions  of  rotation  and  vibratory  excitation.  This 
program  was  intended  to  continue  the  development  initiated  in  a  feasibility  study  funded 
under  Air  Force  Aero- Propulsion  Laboratory  (AFAPL)  Contract  F;f:i615-77-C-209,‘l. 

The  ever-increasing  need  for  high-performance  fighter  aircraft,  and  the  subsequent 
requirement  for  gas  turbine  engines  of  higher  thrust -to- weight  ratio  has  placed  increasing 
emphasis  on  the  development  of  improved  vibration  analysis  techniques  to  more  completely 
define  the  dynamic  response  of  these  high-technology  engines.  Of  particular  significance  to  the 
development  of  advanced  gas  turbine  engines  is  the  improved  understanding  of  the  vibratory 
response  of  the  engines'  rotating  structures,  such  as  the  fan,  compressor,  and  turbine 
bladed-disks.  Current  analysis  of  these  rotating  structures  depends  on  laboratory  testing,  such 
as  strain  or  holographic  analysis  or  on  instrumented  engine  tests.  Both  of  these  methods  have 
significant  disadvantages.  Laboratory  tests  require  that  a  structure  normally  rotating  during 
engine  operation  be  studied  under  nonrotating  conditions.  Instrumented  engine  tests  are 
extremely  expensive  and  time  consuming,  and  the  results  are  often  clouded  by  the  complexities 
of  testing  an  entire  engine  and  the  quality  of  the  data  obtained. 

Therefore,  the  development  of  an  experimental  technique  that  would  provide  analysis  of 
the  dynamic  response  of  an  individual  hladed-disk  in  a  controllable  laboratory  environment  of 
rotational  speed  and  vibratory  excitation  would  be  advantageous.  It  is  the  goal  of  this  program 
to  develop  such  a  technique  by  combining  the  optical  image  derotator  system  developed  by 
K.  Stetson  at  the  Cnited  Technologies  Research  Center,  under  an  Air  Force  contract  (Refer¬ 
ence  I),  with  the  method  developed  at  Pratt  &  Whitney  Aircraft  Group,  Government  Products 
Division  (P&WA/GPD)  for  inducing  a  controlled  vibratory  excitation  into  a  rotating 
hladed-disk.  This  technique  would  provide  a  method  to  accomplish  holographic  analysis  of  a 
rotating,  fully  hladed-disk  to  characterize  the  effects  of  rotation  on  the  dynamic  response  of 
the  bladed  disk. 

A  feasibility  study  of  the  spin  pit  application  of  image  derotated  holographic  in¬ 
terferometry  was  conducted  under  AFAPL  Contract  F.'Cifil  5-77-0-209:1  (Reference  2).  Al¬ 
though  this  earlier  program  did  prove  the  feasibility  of  the  basic  technique,  there  were  several 
unsolved  problems  remaining.  This  report  details  the  improvements  and  advancements  in  the 
technique  accomplished  under  this  program. 
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SECTION  II 


TEST  STRUCTURE 


The  test  structure  selected  tor  this  program  was  a  J52  2nd-stage  compressor  bladed-disk 
assembly  consisting  of  the  disk  and  48  shrouded  compressor  blades  (Figure  1).  The  decision 
was  made  to  change  the  test  structure  from  the  F100  2nd-stage  turbine  bladed-disk,  used 
during  the  feasibility  study,  since  the  turbine  disk  proved  to  be  extremely  rigid,  and  a  higher 
vibratory  response  could  be  induced  in  a  more  flexible  structure.  The  selection  of  the  .J52 
compressor  bladed-disk  was  based  on  several  factors  which  were:  that  the  parts  were  available, 
the  spin  tooling  was  already  fabricated  saving  considerable  time  and  money,  and  the  size  of  the 
structure  was  easily  illuminated  since  it  has  a  28-in.  diameter. 

The  blade  root  attachments  were  coated  with  W.  T.  Bean,  Inc.,  epoxy-type  room 
temperature  cement  shimmed  with  a  0.010  to  0.015-in. -thick  steel  shim  and  driven  into  the 
disk.  Shims  were  also  epoxied  to  the  contact  surface  of  each  blade  airfoil  shroud  in  a  wav  that 
prevented  the  shims  from  being  thrown  out  during  the  rotating  analysis  but  still  allowing  the 
shrouds  to  move  relative  to  one  another.  'Phis  static  loading  of  the  blade  roots  and  shrouds  was 
to  provide  stiffness  during  the  nonrotating  holographic  analysis  and  to  assure  adequate  shroud 
loading  during  the  rotating  analysis  in  the  absence  of  the  aerodynamic  load  normally  present 
<m  the  blades  during  engine  operation. 

Spin  tooling  required  for  spin  pit  testing  was  assembled  to  the  bladed-disk  test  structure, 
as  shown  in  Figures  2  and  8,  and  consisted  of  a  dishpan  and  spin  arbor.  All  tests,  including  the 
nonrotating  holographic  analysis,  were  accomplished  with  the  spin  tooling  attached  to  assure 
test  structure  uniformity.  A  magnetic  ring  used  in  conjunction  with  nonrotating  elec¬ 
tromagnets  to  provide  vibratory  excitation  of  the  test  structure  was  also  attached  to  the  disk 
during  all  tests.  This  ring  was  initially  a  stepped  configuration  with  four  raised  lugs  90  deg 
apart.  It  was  used  for  dc  electromagnet  excitation  of  the  test  structure  early  in  the  test 
program,  and  is  described  in  detail  later  in  Section  IV.  Subsequently,  this  ring  was  replaced  by 
a  continuous  nonstepped  ring  (Figure  1)  which,  in  conjunction  with  a  nonrotating  ac  elec¬ 
tromagnet.  provided  sinusoidal  excitation  to  the  rotating  test  structure. 

Six  blades,  equally  spaced  in  the  disk,  were  instrumented  with  four  strain  gages,  as  shown 
in  Figure  4.  Gages  were  located  based  on  the  results  of  nonrotating  holographic  analysis  and 
knowledge  of  the  normal  high-stress  locations  of  shrouded  blades.  Strain  gages  were  originally 
installed  using  250° F  limited  epoxy.  This  temperature  epoxy  proved  to  be  of  low  durability 
due  to  unexpected  test  structure  temperatures  resulting  from  induction  heating  of  the  test 
structure  through  the  interaction  of  the  electromagnets  and  the  magnetic  ring.  Subsequently, 
the  blades  had  to  he  reinstrumented  using  a  higher  temperature  epoxy.  Due  to  this  heating  of 
the  bladed-disk,  two  thermocouples  were  mounted  on  the  disk  adjacent  to  the  magnetic  ring  to 
monitor  the  temperature  of  the  structure.  This  assured  that  the  temperature  stayed  below  the 
limitation  of  the  strain  gages.  The  strain  gages  and  thermocouples  were  routed  across  the  disk 
and  dish  pan  and  up  the  renter  of  the  spin  arbor  and  drive  shaft  to  a  slipring  mounted  on  the 
top  of  the  drive  turbine.  A  retroreflective  paint  was  applied  to  the  hladed-disk  to  provide  a 
brighter  image  during  the  rotating  holographic  analysis. 
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Alter  the  test  structure  was  completely  assembled,  it  was  dynamically  balanced  on  a  low 
speed  balance  machine  used  to  balance  gas  turbine  engine  bladed-disks  prior  to  engine 
installation.  Although  the  structure  was  balanced  to  0.02  oz-in.  or  less,  well  within  normal 
tolerances,  it  did  not  always  spin  stable  in  the  spin  pit,  requiring  several  rebalances  before  a 
satisfactory  spin  was  achieved.  This  inconsistency  between  the  balance  machine  and  the  spin 
pit  is  probably  attributable  to  the  slow  speed  at  which  the  bladed-disk  was  balanced  (500  to 
1000  rpm)  compared  to  the  high  speeds  encountered  in  the  spin  pit  (7000  to  10,000  rpm). 
When  the  bladed-disk  was  balanced,  it  was  supported  on  either  side  of  the  disk,  but  in  the 
spin  pit  there  is  only  one  point  of  support  22  in.  from  the  disk.  Therefore,  the  spin  pit 
arrangement  is  much  more  sensitive  to  test  structure  imbalance. 
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SECTION  III 


TEST  FACILITIES 


1.  SPIN  TEST  FACILITY 

linage  derotated  holographic  interferometry  was  conducted  on  the  test  structure  at  the 
Pratt  &  Whitney  Aircraft  Group,  Government  Products  Division's  (P&WA/GPD)  new  spin 
test  facility  (Figures  5  and  6).  The  test  structure  was  rotated  by  a  14-in.  air  drive  turbine 
through  a  vertical  drive  shaft  that  descends  through  the  lid  of  the  spin  pit  and  attaches  to  the 
spin  arbor  (Figure  7).  The  electromagnets  are  attached  to  the  lid  and  positioned  in  close 
proximity  (typically  0.0f>0  in.)  to  the  magnetic  ring  on  the  bladed-disk.  The  large  45 -deg  mirror 
used  to  direct  the  object  beam  to  the  bladed-disk  is  located  beneath  the  test  structure  on  a 
specially  constructed  mount  that  uses  hydraulic  actuators  to  provide  rotation  and  tilt  angle 
adjustment  of  the  mirror  from  outside  the  pit .  The  bladed-disk,  magnets,  and  mirror  are  all 
enclosed  in  a  large  vacuum  chamber  that  includes  a  tunnel  through  the  wall  of  the  spin  pit, 
terminating  in  an  optical  quality  glass  window. 

Phis  spin  test  facility  incorporates  several  improvements  over  the  older  facility  in  which 
the  initial  feasibility  study  was  conducted  (Figure  H).  Most  significant  was  the  enlargement  of 
the  vacuum  chamber  which  eliminated  the  plexiglass  cover  that  induced  a  large  bias  fringe 
pattern  on  the  holograms,  as  shown  in  Figure  it.  The  mount  for  the  large  45-deg  mirror  that 
permits  adjustment  of  the  mirror  from  outside  of  the  spin  pit  has  greatly  facilitated  the 
alignment  of  the  derotator  optical  system.  The  new  facility  also  includes  an  optics  room 
(Figure  10)  that  houses  the  optical  system  and  lasers  in  an  environmentally  controlled  area, 
and  a  control  room  for  the  derotator  and  laser  controls  as  well  as  the  strain  gage  conditioning 
and  recording  equipment  (Figure  II). 


Figure  7.  Sen  Spin  Test  Facility  l  set!  fur  I ‘resent  Frag  ram  Development  ttf 
Image  Demtated  Holography 
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Figure  S.  Old  Spin  Test  Facility  (  sol  fur  Feasibility  Study  uf  Image  l)c- 
mtated  Holography 


Figure  f)  Image  Herat  at  cd  Hologram  of  FIDO  2nd-Stage  Turbine 
Bladed-Disk  Taken  During  Feasibility  Study  Sluming  Bias  Fringe 
Tat  tern  I Insulting  from  Plexiglass  Cover 


2.  IMAGE  DEROTATOR  SYSTEM 


The  image  derotalor  optical  and  electronic  systems  consist  of  image  derotator  and 
associated  optics  and  electronics,  an  Apollo  Laser.  Inc.,  (^-switched  double-pulsed  ruby  laser, 
and  a  Spectra  Physics,  Inc.,  50  mw  helium-neon  laser,  as  shown  in  Figures  12  through  15.  The 
pulsed  laser  beam,  after  reflecting  from  mirrors  M,  and  M„  passes  through  lens  L,  to  expand 
the  beam  and  through  a  50/50  beam  splitter.  The  object  beam  reflected  from  mirror  M4,  which 
in  reality  is  a  double-folding  mirror  assembly,  is  directed  through  the  glass  window  and  tunnel 
to  the  large  45-deg  mirror  at  the  bottom  of  the  spin  pit.  which  directs  the  object  beam  upwards 
to  illuminate  the  rotating  bladed-disk.  Light  reflected  from  the  bladed-disk  returns  along  the 
same  path  to  the  beam  splitter,  where  it  is  reflected  through  the  objective  lens  (LJ.  the  image 
derotator,  the  field  and  copy  lenses  (L,  and  L,),  and  finally  to  the  film  transport.  The  reference 
beam  travels  through  a  mirror  system  (M  through  M,1  intended  to  make  a  [rath  length 
equivalent  to  that  of  the  object  beam  and  to  direct  it  to  the  film  transport. 

The  image  derotator  constructed  at  the  United  Technologies  Research  ('enter  consists  of 
a  folded  Abbe  prism  mounted  in  a  hollow  shaft  air  bearing  that  is  turned  by  a  brushless  dc 
torque  motor.  The  speed  of  the  derotator  is  controlled  by  a  closed-loop  system,  including  the 
dc  motor,  the  derotator  control  unit  (Figure  15).  and  two  speed  detector  units  consisting  of  a 
code  wheel  and  optical  sensor,  one  mounted  on  the  derotator  and  the  other  on  the  end  of  the 
drive  shaft  on  top  of  the  slipring  (Figure  1(5).  The  control  unit  compares  the  signals  from  the 
two  speed  detectors  and  then  adjusts  the  current  to  the  dc  torque  motor  to  lock  on  the 
derotator  to  precisely  half  the  speed  of  the  bladed-disk.  The  control  unit  must  also  maintain  a 
constant  rotational  phase  relationship  between  the  derotator  and  the  bladed-disk. 


Object 

Beam 


Figure  I'J  F.xperimental  Setup  for  Image  Derutated  Holographic  In- 
t erf emmet rv  in  the  Spin  Test  Facility 
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Figure  /.).  Inwgr  Derivator  Control  I’nit 

The  o'  it  put  of  the  pulsed  laser  is  monitored  by  a  photo  diode  placed  in  the  reference 
beam,  and  a  Tektronix  Model  76:11!  storage  oscilloscope.  When  the  laser  is  fired,  a  trigger  signal 
from  the  laser  power  supply  initiates  the  sweep  of  the  oscilloscope  trace,  and  the  signal  from 
the  diode  is  recorded.  This  permits  the  monitoring  of  the  relative  output  of  the  laser,  if  the 
laser  emits  a  double  pulse,  and  it  so,  a  measure  of  the  pulse  separation. 

3.  STRAIN  GAGE  INSTRUMENTATION 

The  strain  gage  conditioning,  monitoring,  and  analysis  system  is  shown  in  Figure  17.  The 
strain  gages,  mounted  on  the  blades  of  the  test  structure,  were  routed  through  the  drive  shaft 
to  a  slipring  on  top  of  the  air  turbine.  I'nholt/  Dickie  strain  gage  conditioning  amplifiers  were 
used  to  provide  the  gage  excitation  current  and  to  amplify  the  strain  gage  signals.  One  gage 
was  monitored  on  a  real-time  spectrum  analyzer  to  establish  when  resonance  occurred.  The 
analyzer  greatly  facilitated  the  search  for  resonant  modes  of  vibration  of  the  hladed-disk  by 
providing  good  definition  between  the  magnet  and  slipring  noise  and  the  resonant  response  of 
the  test  structure.  Strain  gage  data  was  recorded  for  12  gages  simultaneously  on  KM  magnetic 
tape  along  with  the  pulsed  laser  trigger  signal  so  strain  data  could  be  subsequently  analyzed 
off-line  for  the  same  instant  in  time  that  the  hologram  was  taken.  I  he  recorded  data  was 
analyzed  on  a  Hewlett  Packard  Model  at. a  1C  FKT  analyzer  and  frequency  spectrum  curves 
were  established  for  each  mode  of  vibration  identified. 
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Figure  16.  Top  of  Spin  Test  Facility  Showing  Slipring.  Code  Wheel  and 
Optical  Sensor 


4.  ELECTROMAGNET  EXCITATION  SYSTEM 

It  was  found  early  in  the  test  program  that  excitation  of  the  test  structure  with  dc 
electromagnets  was  impractical.  'Therefore,  only  the  system  used  to  provide  ac  excitation 
throughout  the  remainder  of  the  program  will  he  discussed.  The  system,  shown  in  Figure  18, 
consisted  of  an  Altec  Model  9440A  800-watt  power  amplifier,  a  transformer  and  variable 
capacitor  hank,  and  two  ammeters.  The  capacitor  hank  provided  impedance  matching  between 
the  amplifier  and  the  magnets.  The  two  ammeters  were  used  to  monitoi  the  output  of  the 
amplifier  and  the  input  to  the  magnets  so  that  the  current  limitations  of  each  would  not  he 
exceeded. 


The  at-  electromagnets  were  fabricated  at  P&WA/OIM)  from  0.010-in. -thick  steel  sheets 
laminated  together  to  provide  electrical  isolation  between  layers.  Copper  cooling  lines  were 
brazed  to  the  outer  surfaces  of  the  magnets,  and  the  magnets  were  then  wound  with  15-gauge 
copper  magnet  wire.  The  two  magnets  were  wound  with  a  different  number  of  turns  to  provide 
optimum  efficiency  within  separate  frequency  ranges.  Although  both  magnets  were  mounted  in 
the  spit  pit,  as  shown  previously  in  Figure  2,  only  one  was  utilized  at  a  time.  An  in-line  switch 
outside  of  the  spin  (lit  allowed  either  one  to  be  selected,  depending  on  the  frequency  of  the 
desired  mode  of  vibration. 
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SECTION  IV 


HOLOGRAPHIC  INTERFEROMETRY  OF  A  ROTATING  STRUCTURE 

1.  TEST  CONCEPT 

With  i ho  development  of  advanced  high-technology  gas  turbine  engines,  increasing 
emphasis  has  been  placed  on  understanding  the  dynamic  behavior  of  rotating  structures.  This 
behavior  has  been  of  interest  ever  since  Campbell  first  theorized  the  response  of  a  rotating 
structure  in  11121  t Reference  •'!).  However,  it  has  only  been  within  the  past  10  yr  that 
experimentation  employing  holographic  techniques  has  permitted  significant  investigation  of 
this  phenomena. 

Holographic  interferometry  methods  developed  to  study  the  dynamic  response  of  a 
rotating  o|>n  t  can  be  categorized  by  three  basic  approaches:  stroboscopic,  rotating  plate,  and 
image  derotated  holographic  interferometry  (Reference  1).  The  first  of  these  methods  strobes 
the  laser  m  sin  hroni/.ation  with  the  rotating  object  so  that  ii  is  illuminated  al  the  same 
angular  orientation  after  each  revolution  (References  a,  <i.  and  7l.  However,  as  the  rotational 
speed  nl  the  object  increases,  the  timing  of  the  laser  pulses  becomes  extremely  critical,  and  the 
pulse  width  required  to  stop  the  rotary  motion  becomes  exceptionally  short.  'These  difficulties 
limit  the  rotational  speed  of  the  object  to  less  than  1.700  rpm  and.  consequently,  limit  the 

usefulness  ot  t his  method. 

The  rotating  plate  holographic  interferometry  method  is  accomplished  by  actually  fixing 
the  hologram  to  the  rotating  object  along  its  axis  of  rotation  'References  K  through  1  II.  Since 
the  holographic  plate  is  rotating  at  the  same  speed  as  the  object,  all  relative  rotational  motion 
is  removed.  Although  this  method  has  been  used  successfully  to  study  a  disk  rotating  up  to 
20.01  id  rpm.  it  has  two  basic  disadvantages.  First  of  all.  it  is  not  always  possible  to  fix  the 
hologram  to  the  object,  particularly  if  it  is  a  gas  turbine  engine  part,  and  secondly,  the 
mechanical  system  used  to  hold  the  hologram  must  be  extremely  stable  in  order  to  prevent  any 
vibration  or  rigid  body  motion  of  the  hologram  itself. 

The  image  derotated  holographic  interferometry  method  that  was  first  developed  by 
I’.  Waddell  (References  12  through  17i  utilizes  a  rotating  erector  prism  to  optically  stop  the 
rotation  of  the  object,  thus  producing  a  stationary  image.  I  sing  «  (^-switched  double-pulsed 
ruby  laser,  double  exposure  holograms  can  be  constructed  of  the  dynamic  response  of  the 
object.  K.  Stetson  at  the  t  nited  Technologies  Research  Center  developed  the  first  practical 
optical  image  derotator  (Reference  II.  Stetson’s  derotator  is  a  transmission  configuration 
which  uses  a  folded  Abbe'  prism.  When  the  rotating  object  is  viewed  through  the  prism 
rotating  at  half  the  speed  of  the  object,  a  stationary  image  is  observed. 

Stetson  and  MaeBain  (Reference  1 7 )  have  conducted  extensive  analyses  of  small  rotating 
disks  using  image  derotated  holographic  interferometry  techniques.  Additionally,  derotated 
holograms  ot  a  1st -stage  compressor  bladed-dtsk  of  an  engine  running  at  speeds  up  to 
77(1(1  rpm  in  a  test  stand  have  been  produced  bv  Stetson.  The  program  detailed  in  this  report 
also  applies  derotated  holographic  intoforometry  techniques;  however,  it  investigates  the 
feasibility  of  establishing  the  dynamic  behavior  of  turbine  engine  bfaded-disks  in  a  controlled 
laboratory  spin  test  facility.  Successful  demonstration  would  provide  a  method  of  analyzing 
the  dynamic  behavior  of  any  bladed-disk  stage  under  controlled  conditions  of  rotational  speed 
and  vibratorv  excitut ion. 
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2.  RESONANT  RESPONSE  OF  A  ROTATING  DISK 

Tin-  resonant  modes  of  vibration  of  a  disk  can  be  classified  by  the  number  of  nodal 
diameters,  node  lines  that  extend  diametrically  across  the  disk;  and  nodal  circles,  node  lines 
that  extend  circumferentially  around  the  disk  (depicted  in  Figure  19).  The  2N  and  2N-1S 
modes  of  a  disk  are  shown  where  N  refers  to  the  number  of  nodal  diameters,  and  S  indicates 
the  number  of  nodal  circles. 


-  -  -  -  Node  Lines 

FD  204184 

Tipure  ll>.  Typical  Made  Shape s  of  2/V  and  2N-IS  Modi' s  of  Vibration  of  a 
Circu/ar  Dish 

First,  consider  the  resonant  response  of  a  nonrotating  disk  excited  by  a  sinusoidal  force. 
I*  cos  w  t.  where  I’  is  the  magnitude  of  the  excitation  force  and  ic  is  the  excitation  frequency. 
The  resultant  displacement  (VY),  for  the  disk  vibrating  in  a  mode  of  vibration  with  n  nodal 
diameters,  can  be  described  as  a  function  of  angular  location  (0)  and  time  (t)  (Reference  17): 

\V  (II,  t)  A  sin  nil  cos  p„t  (1) 


where 


A  Resonant  Amplitude 

p„  Resonant  Frequency  of  n"’  mode. 


F.quation  1  can  be  rewritten  in  the  form 
VY(tt.t) 


A  \ 

t  sintnft  t  p„t)  t  sintntt  p„t) 


(2) 


If  the  disk  is  rotated  at  an  angular  velocity  t'-l),  II  =  ’It  and,  neglecting  the  stiffening  effect 
of  the  centrifugal  load  on  the  disk,  Equation  2  becomes 


Will,  t)  ^  sin  |  (p„  l  nll)t  |  t  ^  sin  |  (p„  nlDt 


(3) 
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Fxamination  of  Filiation  :!  reveals  that  resonance  occurs  when  the  excitation  frequency 
(u.1  is  such  that 

w  |)„  *  nil  (4) 

Thus,  a  mode  of  vibration  for  a  disk  rotating  at  a  specific  rotational  speed  can  be  excited  by 
two  different  excitation  frequencies:  one  nt2  greater  and  one  nS2  less  than  its  nonrotating 
resonant  frequency,  as  shown  in  Figure  20.  It  has  been  demonstrated  (Reference  ,'?)  that 
excitation  of  the  rotating  disk  at  a  frequency  of  p„  +  n!2  results  in  a  mode  shape  that  travels  in 
the  same  direction  as  rotation  of  the  disk,  and  excitation  at  p„  nii  results  in  a  mode  shape 
traveling  in  a  direction  opposite  to  disk  rotation.  Of  particular  importance  in  gas  turbine 
engines  is  the  point  at  which  the  backward  traveling  wave  has  the  same  angular  velocity  in  the 
opposite  direction  as  the  disk,  or  when 


n 

This  results  in  a  standing  wave  that  is  stationary  with  respect  to  a  point  in  space,  and  can  be 
excited  by  a  variance  in  the  pressure  field  across  a  gas  turbine  engine  bladed-disk. 
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Figure  20.  Excitation  Frequencies  for  a  Rotating  Disk  in  the  n'h  Mode  of 
Vibration  With  a  Response  Frequency  of  /)., 
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3.  EXCITATION  METHOD 

During  I  lit'  feasibility  study  and  the  first  testing  period  of  this  program,  excitation  of  the 
test  structure  was  provided  by  two  nonrotating  dc  electromagnets  positioned  180  deg  apart 
and.  in  this  program,  a  magnetic  ring  with  four  raised  steps  equally  spaced  around  the  ring 
which  was  bolted  to  the  disk.  As  the  bladed-disk  rotated  with  the  magnetic  ring  in  close 
proximity  to  the  magnets,  a  four  pulse-per-revolution  input  excitation  resulted.  It  was  demon¬ 
strated  during  the  feasibility  study  (Reference  ‘21  that  for  a  pulsed  excitation,  the  forcing 
frequency  was  related  to  the  angular  velocity  of  the  bladed-disk  by  w  mkR;  where  m  is  the 
number  of  pulses  per  revolution  of  the  disk,  and  k  is  a  positive  integer  (4kl2  for  this  particular 
ease).  Rearranging  and  substituting  into  Equation  1.  it  can  be  seen  that  resonance  of  the  nth 
diameter  mode  will  occur  when 

p„  fkS.’  t  nS» 


or 


p„  t-lk  '  n Mi  (5) 

As  can  lie  seen  from  Equation  ft  and  Figure  21.  taken  from  the  feasibility  results,  the  excitation 
of  each  mode  of  vibration  for  the  FIDO  2nd-stage  turbine  disk  occurs  at  only  a  few  discreet 
rotational  speeds. 

The  rotational  speed  dependence  of  dc  excitation  proved  to  be  an  extreme  disadvantage 
early  in  the  program  for  two  reasons.  First,  the  hladed  disk  was  a  lightly  damped  structure 
which  required  that  a  precise  rotational  speed  be  maintained  to  excite  a  resonance  near  its 
maximum  response.  Accomplishing  this  precision  in  controlling  the  speed  was  difficult  since 
any  fluctuation  in  air  pressure  at  the  drive  turbine  resulted  in  a  corresponding  fluctuation  of 
the  rotational  speed  of  the  bladed-disk.  Secondly,  any  rotating  structure,  particularly  one  that 
is  supported  at  only  one  end  as  is  the  case  in  the  spin  pit,  lends  to  spin  in  a  more  stable 
fashion  at  certain  speeds  and  less  stable  at  others.  If  a  desired  mode  of  vibration  is  excited  at  a 
speed  where  the  test  structure  is  spinning  unstably,  hologram  construction  of  the  mode 
becomes  extremely  difficult. 

For  the  above  reasons,  the  decision  was  made  to  switch  to  ac  electromagnets,  thus 
providing  sinusoidal  excitation  of  the  bladed-disk.  This  had  the  immediate  benefit  of  making 
it  possible  to  select  a  rotational  speed  at  which  the  bladed-disk  would  spin  with  stability,  and 
then  tune  the  excitation  frequency  to  excite  either  the  forward  or  backward  traveling  waves  of 
any  mode  of  vibration.  If  the  speed  of  the  bladed-disk  did  change,  the  excitation  frequency 
could  easily  be  retuned  to  compensate  for  the  speed  change. 

4.  EXPERIMENTAL  TECHNIQUE 

The  experimental  technique  utilized  during  (his  program  involved  the  development  of 
methods  for  the  optical  alignment  of  the  image  derotator  system  with  the  test  structure  in  the 
spin  pit .  excitation  of  the  rotating  bladed-disk.  and  construction  of  image  derotated  double 
exposure  holograms  of  the  resonance  response  of  the  bladed-disk. 

The  procedure  for  alignment  of  the  axis  of  rotation  of  the  derotator  and  the  rotating  test 
structure  was  basically  the  same  as  that  developed  by  Stetson,  but  with  some  modification 
dictated  by  differences  in  the  experimental  apparatus.  I  luring  alignment,  a  .r>0  mw  helium-neon 
laser  was  utilized  to  illuminate  the  test  structure,  and  a  low-power  microscope  with  a  cross  hair 
recticle  was  placed  just  behind  the  film  plane  to  visualize  the  laser  speckle  pattern.  The 
alignment  involved  just  two  basic  steps,  as  illustrated  in  Figure  22.  However,  each  of  these 
basic  steps  had  to  be  repeated  several  times  for  three  different  test  conditions:  at  low 
rotational  speed  of  the  bladed-disk.  at  high  rotational  speed,  and  with  the  electromagnet 
excitation  oil. 
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Figure  22  Procedure  for  Optical  Alignment  of  Axes  of  Rotation  for  the 
Bladed- Dish  and  Image  Derotator:  (a)  Adjustment  of  tb-deg 
Mirror  and  Translation  of  Double-Folding  Mirrors  To  Venter  the 
Two  Axes  of  Rotation,  and  (b)  Tilting  of  the  I  'pper  Mirror  in  the 
Double- Folding  Mirror  Assembly  To  Make  the  Two  Axes  Coin¬ 
cidental 
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The  first  step  (Figure  22a)  was  to  align  (he  axis  of  rotation  of  the  derotator  in  ti»e  plane 
of  the  bladed-disk.  To  accomplish  this,  the  microscope  was  focused  on  the  partially  stripped 
down  copy  lens  aperture,  and  the  laser  speckle  pattern  in  this  plane  visualized.  As  the 
derotator  was  rotated  slowly  by  hand,  the  speckle  pattern  was  seen  to  rotate  about  a  center, 
and  the  microscope  could  he  translated  to  locate  the  center  of  speckle  on  the  cross  hair.  With 
the  derotator  stationary,  the  bladed-disk  was  then  rotated  slowly  (less  than  1000  rpm),  and  the 
resultant  center  of  speckle  centered  on  the  microscope  cross  hair  by  adjustment  of  the  large 
45-deg  mirror  inside  the  spin  pit  and  the  vertical  and  horizontal  translators  of  the 
double-folding  mirror  (Figure  13).  The  hydraulically  adjustable  mount  for  the  45-deg  mirror 
greatly  facilitated  this  procedure,  since  a  rough  alignment  could  be  achieved  with  the  45-deg 
mirror,  and  the  double-folding  mirrors  were  reserved  for  fine  alignment. 

The  second  step  (Figure  22b)  was  to  rotate  the  axis  of  the  derotator  to  make  it  coincident 
with  the  axis  of  rotation  of  the  test  structure.  This  was  accomplished  by  derotating  the 
bladed-disk  and  focusing  the  microscope  on  the  object.  The  speckles  observed  on  the 
bladed-disk  appeared  in  the  form  of  circles.  The  upper  mirror  of  the  double  folding  mirror 
assembly  could  then  be  rotated  to  reduce  the  speckle  circles  to  points.  Since  these  two 
alignment  steps  affect  each  other,  they  had  to  be  repeated  several  times  until  the  alignment 
converged. 

Since  the  drive  shaft  rotating  the  test  structure  is  supported  only  at  the  top  of  the  drive 
turbine,  the  axis  of  rotation  of  the  structure  is  allowed  to  shift  as  the  rotational  speed  is 
increased.  Therefore,  after  the  low-speed  alignment  was  completed,  it  was  necessary  to  repeat 
the  procedure  at  the  speed  at  which  holograms  were  to  be  constructed.  Since  the  rotation  of 
the  speckle  pattern  at  the  copy  lens  aperture  was  not  discernible  at  rotational  speeds  of  the 
test  structure  above  1000  rpm,  a  method  of  alignment  at  higher  speeds  had  to  be  devised.  The 
high-speed  alignment  was  accomplished  by  strobing  the  helium-neon  laser  beam  at  a  frequency 
just  slightly  less  than  that  of  the  rotating  bladed-disk.  The  center  of  speckle  could  then  be 
observed  and  aligned.  Excellent  results  were  achieved  using  this  technique  for  rotational 
speeds  up  to  9000  rpm,  as  shown  in  Figure  22.  However,  only  a  slight  instability  in  the  spin  of 
the  test  structure  could  be  tolerated,  or  an  inexact  alignment  resulted  which  produced  a  set  of 
parallel  bias  fringes  on  the  holograms  (depicted  in  Figure  24).  Therefore,  a  good  balance  of  the 
test  structure  before  mounting  in  the  spin  pit  was  imperative  to  minimize  the  spin  instability. 

As  the  electromagnetic  excitation  was  applied  to  the  test  structure,  the  resultant  pull  on 
the  bladed-disk  shifted  its  axis  of  rotation.  The  final  step  in  the  alignment  procedure  was, 
therefore,  the  adjustment  in  alignment  to  compensate  for  this  shift.  This  final  alignment  was 
performed  at  the  same  rotational  speed  as  the  high-speed  alignment  and  with  the  current 
input  to  the  electromagnet  the  same  as  would  be  used  during  hologram  construction. 

Excitation  of  the  rotational  test  structure  was  accomplished  using  the  ac  electromagnetic 
system  described  in  Section  III.  As  the  frequency  of  excitation  was  varied,  the  impedance 
match  between  the  power  amplifier  and  the  magnet  changed,  thus  lowering  the  effective 
current  that  could  be  applied  to  the  magnet.  The  magnet  circuit  had  to  be  retuned  using  the 
in-line  variable  capacitance  circuit  to  compensate  for  the  change  in  impedance.  A  strain  gage 
monitored  on-line  with  a  spectrum  analyzer  was  used  to  establish  when  resonance  of  the 
bladed-disk  occurred.  The  spectrum  analyzer  greatly  facilitated  this  effort,  since  the  resonant 
response  of  the  bladed-disk  could  be  easily  discerned  from  an  unfiltered  strain  gage  signal  that 
also  contained  magnet  and  slipring-induced  noise.  A  reduction  in  the  rapid  induction  heating 
of  the  test  structure  due  to  the  interaction  of  the  electromagnets  and  the  magnetic  ring  was 
evident  with  the  switch  from  dc  to  ac  electromagnetic  excitation.  However,  this  continued  to 
be  a  problem,  and  a  continuous  monitoring  of  the  thermocouples  attached  to  the  disk  had  to 
be  maintained  to  keep  the  temperature  of  the  disk  below  ;(00°F  to  avoid  damage  to  the  strain 
gages. 
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Figure  2:1.  I make  Derotated  Double  Kx p<isurc  Hologram  of  J52  2nd-Stage 
Compressor  Minded- Disk  Rotating  at  9111)0  rpm  With  No  Vibratory 
Excitation  (Dulse  Separation  VVVix  lOfi  sec) 


At  least  two  unwanted  excitation  sources  were  detected  during  this  program  although 
their  effect  was  minimal.  The  excitation  at  the  rotational  speed  of  the  test  structure  at  IE.  due 
to  the  rotor  imbalance,  was  low  in  amplitude  and  for  the  most  part  below  the  frequency  range 
of  interest.  The  other,  that  was  thought  to  be  a  resonance  in  the  drive  system,  occurred  at  only 
one  discrete  rotational  speed  and  was  easily  avoided. 

In.  .^e  derotated  holograms  were  constructed  for  the  resonant  responses  of  the  rotating 
test  structure  with  the  double-pulsed  ruby  laser.  A  pulse  separation  of  40g  sec  was  used  for 
most  of  the  testing  program  to  minimize  the  misalignment  bias  fringes.  However,  once  the 
alignment  procedure  was  fully  developed,  a  longer  pulse  separation  could  have  been  used  if  a 
stable  spin  of  the  test  structure  had  been  achieved.  Sufficient  excitation  was  available, 
however,  that  even  with  the  short  pulse  separation,  the  fringe  density  on  the  holograms  was 
adequate  to  identify  the  modes  of  vibration  of  the  bladed-disk. 
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hgure  27.  Image  Derntated  Double  Exposure  Hologram  Showing  Misalign¬ 
ment  Bias  Fringe  I’attern  (Pulse  Separation  Was  lt)g  see) 

Once  I  he  alignment  procedure  was  developed,  most  of  the  problems  encountered  in  the 
construction  of  the  image  derotated  holograms  were  due  to  the  pulsed  laser.  The  most 
recurrent  ol  the  laser  problems  was  the  multimoding  of  the  laser  that  imparted  contour  fringes 
on  the  holograms,  as  shown  in  Figure  2a.  Attempts  to  rectify  this  problem  met  with  limited 
success. 


Figure  2b  I  music  Derotated  Double  Exposure  Hologram  of  -J52  2nd-Stage 
Compressor  Hludcd-Dish  Showing  Contour  Fringes  Resulting  from 
Multimoding  of  Double  t’ulsed  Ruby  I.aser 


5.  DATA  ANALYSIS 


Before  the  rotational  analysis  ol  the  -I.V2  2nd -stage  compressor  bladed-disk  was  initiated, 
a  nonrotating  holographic  analysis  was  conducted.  The  resultant  reconstructed  time  average 
holograms  are  shown  in  Figure  28. 

Three  modes  of  vibration  of  the  bladed-disk  that  were  identified  during  the  nonrotating 
holographic  analysis  (the  2N.  2N-IS,  and  .'IN  - 1 S  modes),  and  one  that  was  not  (the  IN  IS 
model  were  excited  with  the  bladed-disk  rotating  at  various  rotational  speeds,  as  shown  in 
Table  I  and  Figure  27.  The  sinusoidal  excitation  provided  by  the  ac  electromagnets  made  it 
possible  to  demonstrate  the  capability  of  exciting  either  the  forward  or  backward  traveling 
waves  of  a  mode,  as  discussed  in  Section  IV.  The  stiffening  effect  of  the  centrifugal  load  on  the 
test  structure  can  also  be  seen  in  Figure  27.  as  evidenced  by  the  nonlinear  increase  in  both  the 
response  and  excitation  frequencies. 
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TABLK  1.  RESONAN'l'  RESPONSES  OF  THK  J52  2ND-STAGE  COM¬ 
PRESSOR  BEADED  DISK  ROTATING  IN  THE  SPIN  TEST 
FACILITY 


Bladed-I)isk 
Rotational  Speed  (rpm) 

Excitation 
Frequency  (Hz) 

Response 
Frequency  (Hz) 

Mode  of  Vibration 

5000 

365 

528 

2N-1S 

380 

028 

3N-1S 

468 

395 

1N-1S 

500 

342 

2N 

7000 

310 

657 

3N-1S 

334 

565 

2N-1S 

538 

420 

1N-1S 

592 

365 

2N 

794 

562 

2N-1S 

7500 

296 

674 

3N-1S 

3(H) 

670 

3N-1S 

544 

422 

1N-1S 

550 

425 

1N-1S 

620 

370 

2N 

820 

572 

2N-1S 

8000 

852 

585 

2N-1S 

8500 

270 

684 

3N-1S 

Image  derotated  double  exposure  holograms  were  constructed  for  three  of  the  four 
resonant  modes  of  vibration  identified  with  the  bladed-disk  rotating  at  speeds  between  7000 
and  7500  rpm.  Reconstructed  photographs  of  a  few  of  the  holograms  are  evidenced  in  Figures 
2#  through  33.  Typical  spectral  response  curves  of  the  unfiltered  signals  from  several  of  the 
highest  responding  strain  gages  are  presented  in  Figures  34  through  38. 
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Excitation  Frequency,  u.,  Hz 
Response  Frequency.  p„,  Hz 


i 


Bladed-Disk  Rotational  Speed. U.  rpm  \  10  ' 
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Ft  it  tire  27.  Fxcit at  inn  and  Response  Frequencies  as  a  Function  of 
Hladedl  >isl;  Rotation  Speed  /or  the  2.\.  IS-IS,  2S-1S  and  2N-1S 
Modes  of  Vibration 


Figure  2S  Image  Derotated  Double  Exposure  Hologram  of  the  3N-IS  Mode 
of  Vibration  of  the  dad  dnd-Stagc  Compressor  Bladed-Disk  Rotat¬ 
ing  at  75(H)  rpm  (the  Excitation  Frequency  teas  300  Hz  and  the 
Response  Frequency  teas  070  Hz) 


Figure  30.  Image  Drrotated  Double  Exposure  Hologram  of  the  3N- IS  Mode 
of  Vibration  of  the  J52  2nd-Stage  Compressor  Bladed-Disk  Rotat¬ 
ing  at  7000  rpm  (the  Excitation  Frequency  teas  310  Hz  and  the 
Response  Frequency  was  657  Hz) 
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Figure  Image  Derotated  Double  Exposure  Hologram  of  the  IN- IS  Mode 
of  Vibration  of  the  J52  2nd-Stage  Compressor  liladed-l)isl;  Rotat¬ 
ing  at  7-500  rpm  < the  Exeitation  Frequeney  teas  550  H;  and  the 
Response  Frequeney  tens  125  Hz) 


Figure  .(if.  Image  Derotated  Double  Exposure  Hologram  of  the  IN-IS  Mode 
of  Vibration  of  the  J52  '2nd-Stagc  Compressor  Rladed-Disk  Rotat¬ 
ing  at  7500  rpm  (the  Excitation  Frequency  was  544  Hz  and  the 
Response  Frequency  was  422  Hz) 
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Figure  35.  Spectral  Response  Curves  for  the  Indicated  Strain  Gages  Mounted  on  a  J52  2nd-Stage  Compressor  Bladed-Disk  Rotating 
at  7000  rpm  and  Excited  in  the  IN-IS  Mode  of  Vibration  With  an  Excitation  Frequency  of  538  Hz 
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Figure  36.  Spectral  Response  Curves  for  the  Indicated  Strain  Gages  Mounted  on  a  J52  '2nd-Stage  Compressor  Rladed-Disk  Rotating 
at  7000  rpm  and  Excited  in  the  2N-1S  Mode  of  Vibration  With  an  Excitation  Frequency  of  334  Hz 


Response  Curves  for  the  Indicated  Strain  Capes  Mounted  on  a  .J52  2nd-Stage  Compressor  Bladed-Disk  Rotating 
■pm  and  Excited  in  the  2N-1S  Mode  of  Vibration  With  an  Excitation  Frequency  of  791  Hz 
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Figure  38.  Spectral  Response  Curves  for  the  Indicated  Strain  Gages  Mounted  on  a  J52  2nd-Stage  Compressor  Bladed-Disk  Rotating 
at  7000  rpm  and  Excited  in  the  3N-1S  Mode  of  Vibration  With  an  Excitation  Frequency  of  310  Hz 


SECTION  V 


CONCLUSIONS  AND  RECOMMENDATIONS 


The  objective  of  this  program  was  to  develop  an  experimental  technique  of  image 
derotated  holographic  interferometry  to  investigate  the  resonant  behavior  of  gas  turbine 
engine  fully  bladed-disks  under  laboratory-controlled  conditions  of  rotational  speed  and 
vibratory  excitation.  The  program  was  intended  to  continue  and  improve  the  effort  initiated  in 
the  feasibility  study.  The  technique  was  developed  during  this  program  so  that  resonant  modes 
of  vibration  were  excited  on  a  rotating  bladed-disk  with  a  sinusoidal  force,  and  image 
derotated  holograms  of  good  quality  were  constructed  of  the  resonances.  The  large  bias  fringe 
pattern  on  the  holograms  taken  during  the  feasibility  study  was  eliminated,  making  possible 
the  identification  and  analysis  of  the  resonant  mode  shapes  directly  from  the  holograms. 

Although  the  technique  has  been  demonstrated  successfully,  to  become  a  practical 
analysis  technique  there  are  two  areas  which  need  improvement.  First,  the  occurrences  of  the 
pulsed  laser  multimoding  must  be  reduced  in  frequency  to  some  controllable  level.  Secondly, 
although  some  excellent  results  were  achieved  utilizing  electromagnet  excitation,  this  excita¬ 
tion  method  has  amplitude  and  frequency  limitations  which  make  the  development  of  an 
improved  excitation  method  desirable. 

The  following  conclusions  are  a  direct  result  of  the  work  conducted  during  this  program: 

1.  Refinements  incorporated  in  the  new  spin  test  facility  enhanced  the 
quality  of  the  image  derotated  holograms  and  greatly  facilitated  their 
construction 

2.  The  ac  electromagnets  provided  a  sinusoidal  excitation  of  sufficient 
amplitude  to  identify  several  resonant  modes  of  vibration  of  the  rota¬ 
tional  bladed-disk 

,'t.  A  technique  was  developed  providing  the  capability  of  construct  ing  image 
derotated  holograms  of  the  resonant  response  of  a  rotating  bladed-disk. 

Significant  progress  in  the  development  of  the  image  derotated  holography  in¬ 
terferometry  technique  in  a  laboratory  spin  test  facility  has  been  achieved  during  this 
program.  To  further  enhance  this  development,  it  is  recommended  that  improvements  in  the 
pulsed  laser  and  in  the  excitation  method  be  pursued.  The  addition  of  an  intercavitv, 
temperature-controlled,  multielement  etalon  to  the  pulsed  laser  should  provide  the  desired 
control  over  the  multimoding  of  the  laser.  A  program  should  be  initiated  to  develop  an 
excitation  source  capable  of  exciting  a  rotating  blade-disk  with  a  sinusoidal  force  of  higher 
amplitude  and  wider  frequency  range  than  that  produced  bv  the  current  methods. 
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